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I, Nita }. Bolz, after being first duly sworn, depose and state as follows:

(1} [ am a FForensic Scientist 1V at the State of Alaska Scientific Crime Detection Laboratory.

(2} The Alaska Scicentific Crime Detection Laboratory is an entity within the Department of Public Safety.

(3) I am the Scientific Director of the State Breath Alcohol Program, '

(4) In that capacity, | am responsible for overseeing the breath alcohol program, including assuring that persons
responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible for
maintaining the records of the program.

(5} The attached verification is a true and accurate verification of calibration that reflects a regularly conducted and
regularly recorded activity of the breath alcohol program performed by a person trained and qualified to conduct the
verification.

(6) Theyeferenced instrument is certificd for evidentiary use in the State of Alaska.

Scientific Director
State Breath Alcohol Program

!/Snscrib d and sworn before mg this ll\J day of A ![ %Y }'l' _, 2009. \\\\o““ . ’lo':"/

e’ %2
i - =
sy
NGRS
=+ | =
) = +£
. =1 ~
Notary Public, State of Alaska Z AN\D» =
. . . . N L, >
Commission Expires with Office 4;,{!9 \\Q‘é

BT9 $3/00



VERIFICATION OF CALIBRATION REPORT
of DataMaster cdm breath Test Instrument
State of Alaska
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

DataMaster cdm S/N 30 2%

(CONTINUED FROM FRONT PAGE)

C ' TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOQSTIC
- CHECK IN THE MARKED BOXES.

NONDRINKING SUBJECT TEST DIAGNOSTIC CHECK
: FLAYR IEPIRDEENT OF PURLIC SGET:
TETRHASTER oo 120058 Y 3, T
JLY T, P Cﬁ@\b‘;\ TIMe 1RF
— - AGAESTIC ELY —
T N
- COHpUTER: e
ARELT'T LAST WRE: .
TRIFIEATION OF TRLIBRATION PROCRAN G

URELTS FIRST NMEAT ¢

BRK 1N SERVICE AT REH JAL SOFTVARE. THTE A
oL kA
A R HERTERS
plfici WRLE R 4
TEST T¥PE: ¢ WERTY THlE: &
ALEY TARAET WLIE: B! . _
ALG) W 3065 TRRHETER: B n
—— TOERATH AR —- Ay BETELTOn i
: o 2o i NP
_ﬁ! e we PR HIGH SPEED: e
B TET 9 ‘ |
NTEREL SO  MRTFIE DETECTOR: oAy .
6T B in B4 S
%.F&‘é‘( o R ETLTERS: -
bl G&m;gﬁ RRTZ ST cky
ROWMR i LB

AL TPRATIGN: W

R TET

e ’(\’»\\0”1 “

BT9!03;‘0{}



